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Numune No:%100 IPA

060621-Reserpin-CalCon-2 #1230-1354 RT: 19.20-21.28 AV: 96 NL: 2.03E6

T: + c APCI corona Full ms [ 200.00-2000.00]
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060621-Reserpin-CalCon-2#1259-1354 RT: 19.20-21.28 AV: 96

T: + c APCI corona Full ms [ 200.00-2000.00]

m/z Intensity Relative m/z Intensity Relative

  201.24   205177.8    10.11

  211.16    38437.1     1.89

  213.18    59301.0     2.92

  215.20    48621.2     2.40

  218.84    38333.6     1.89

  221.31   347065.7    17.10

  222.36    53448.0     2.63

  231.28    65335.3     3.22

  235.29    88788.9     4.37

  237.31    48138.7     2.37

  243.21   173222.3     8.53

  244.29    42984.4     2.12

  255.23    58070.9     2.86

  326.63    89267.2     4.40

  607.42   207700.4    10.23

  608.42    66835.7     3.29

  609.31  2029775.7   100.00

  610.33   709738.7    34.97

  611.31   135532.0     6.68

 1252.98    41147.2     2.03

# 1230 Status Log Time: 18.51

API SOURCE                           

Source Voltage (kV):             3.15

Source Current (uA):             5.08

Vaporizer Thermocouple OK:        Yes

Vaporizer Temp (C):            450.30

Sheath Gas Flow Rate ():        49.46

Aux/Sweep Gas Flow Rate():      29.81

Capillary RTD OK:                 Yes

Capillary Voltage (V):          15.37

Capillary Temp (C):            162.60

Tube Lens Voltage (V, set po    55.00
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060621-Reserpin-CalCon-2 #1399-1431 RT: 22.26-22.71 AV: 33 NL: 5.60E5

T: + c APCI corona Full ms2 609.30@28.00 [ 200.00-1000.00]
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060621-Reserpin-CalCon-2#1399-1431 RT: 22.26-22.71 AV: 33

T: + c APCI corona Full ms2 609.30@28.00 [ 200.00-1000.00]

m/z Intensity Relative m/z Intensity Relative

 224.11    5524.0     0.99

 236.12   13461.2     2.40

 336.22    5089.4     0.91

 348.21    6223.3     1.11

 365.24   44585.7     7.96

 366.25    5325.5     0.95

 368.19   54625.1     9.75

 380.27    6639.8     1.18

 395.37    6493.5     1.16

 396.40   15492.0     2.76

 397.22  560466.5   100.00

 434.15    4756.1     0.85

 436.12   98634.3    17.60

 448.17  553562.2    98.77

 560.22    5774.4     1.03

 577.31   88626.3    15.81

 591.22   10565.5     1.89

 592.24   11660.2     2.08

 608.31   60553.5    10.80

 609.25   36280.1     6.47

# 1230 Status Log Time: 18.51

API SOURCE                           

Source Voltage (kV):             3.15

Source Current (uA):             5.08

Vaporizer Thermocouple OK:        Yes

Vaporizer Temp (C):            450.30

Sheath Gas Flow Rate ():        49.46

Aux/Sweep Gas Flow Rate():      29.81

Capillary RTD OK:                 Yes

Capillary Voltage (V):          15.37

Capillary Temp (C):            162.60


